CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

08

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number

L,f;/ﬁ P,f,’g?ﬁfﬁf-ff maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A C. R9-14-404.A 3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: (Jf ZJorr __ Call___ D-0F, AC Cal2 0075  AC
Date:_F/F/0S call  O.97F AC Cal2 0077 AC

Date: = Cal 1 AC (Cal?2 AC

Between the dates of (g/’;?/{,’/'g’ -_ and ?/;Z/O i

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on /I//?

The instrument was returned to service on NA

Irene Doran
/115

ADPS QAS Permit £ QAS 29586
SUBSCRIBED AND SWORN to before me this /9 , day of

_JJ%{ L2005 |
- GFFisIAL SEAL
IR KATHY A, KINNEVRETA4 A X “*‘W‘“*’““d—ﬂ
55> || NOTARY PUBLIC-ARIZONA
¥ Q;}‘ PlviA COUNTY NDtHI}" Public
| SN2\ comm. Exp. Sept. 4, 2008

*Includes documents specified in A A.C. R9-14-404.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tueson Police Department.



EPORT PREPARED PUBSUANT TO DUTY IMPOSED BY
A.A.C. RE-14-204(A)

ARTZONA DEPAATHINT OF HEALTH SEBVICES

Efﬁﬁﬂﬂﬁﬂ ﬂri':TE ASSURANCE PROCEDURES
TOXILYZER MODEL 35000~

INTOXILYZER SERIAL ¥ (pfp— CUYHETY LOCAT 2O Opm
DATE -;ﬁi y 7 ‘Tffiéﬁgghz__TZqE 2.3

W

Display raads "READY TO START" o« “WBUSH BUTTON TH sTaarw
DIAGNOSTIC TESTS
T DVM T=5C coeEck. Sertting snpuld be bBstwssn -200 and
B00. #odes salasctfign sWitceh S2 on, 91 and S% off oc
keyboard menu seslection “H". Reading is X Qif
h// Drsplay Test check. Mode szlection switech St -an and 52
and 53 oif or keyboard menu selectian “v~.
pff Printer T=st check. HMods selection switch 51, 52 83
Off or kayboard menu salsction “B*
b E Clock time check. Mods salection switchn 510 on or
kevyboard menu selection “EY
b/, Date check. Made selection switch S11 on or keyboard
maaun. selbection "EY
CEERATIONAT TESTS
w/ ~ Alcohol free subject Test result 0. &) AC
LE BError racognition logic system functioning

Propar sample recognition systam
Invalid sample printed
Deficient sample ori

N/R C:mplateness of sample ﬁurqe with collecrion cube+*=
iZi 2 Calibration standard 8] AC

Resulis: d. Q??A‘@Tg%m V/Q

Instrumentc operating properly and accuratesely. YES

COMMENTS 1537 :,«/r;r,;:mf,a:f Clocike Ghve o ﬁﬁﬂf}?,

3 :GNs_TURﬁ/fJ/ i‘&-l#/l.‘ify%—_

Q. W/A aleohol conceatration standarfd collectad Ffor subssguent
analysis, *%

*WITH OR WITEOUT VAPOR RECIRCOLATION AND WITH OR WITEOUT RETEQARD

**THIS STE? IS OWLT REQUIRED IF TEIS DEVICE IS BETNG OUSED FOR
SAMPLE CAPTUORE.

DHS/MDSLEFarm Cl17 (Rev. 7-93)

Pursuant o section 23-1327, Arizona Revised Statutes, this document is a cortified duplicate of the information contained in computer
storege devices of the Tucson Police Department,
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Pursuant o section 28,1327, Anzons Revised
Stamifes; this document is & certified duplicate of

the mfprmation contained in computer storage
deviees of the Tucson Police Department.
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ANDARD QUALITY ASSURANCE PEOCEDURES
INTOXILYZER MODEL 5000+

STANDARD CALIBRATION CHECK PROCEDURE ,tj"\

ucson Police Department Date ?/(?/‘05; Time [f23 /[

a4

s

L

r Serial # _ﬁ?ﬁq@j@%ﬁ”ﬁ Location 20/

Lrene Heoia 1 %33/

(Brint Name)

Pour a standard alcchol solution of known wvalus inte a
clean - dry simulater -jar and assemble the simulator.
Insure that a tight sedl has been made.

Standard value: 0. /¢ AC

Turn on the simulator and allow ths temperatura to

reach 34°C+.2°%C.
Set Intoxilyzer mod
switching mode sels=
on keyvboard menu.
Attach simulator to the simulator entran
Intoxilyzer.

Intexilyzer 5000 display reads “READY TO START" or
TRUSH BEUTTONY.

Push Start Test button or press encer on keyboard,
Insert card in responses to display. :

Air blank completed.

Calibration check completed.

Test results 0. AZ2F « 0.0 77 AC

Selection in the ACA mode by
lon switch #9 on er selecting YC¥

& port. on the

. Air blank completed.

When display reads Test Complete remove svidence card.
Lttach the card te the tompleted checklist.

Return mode selection switch #9 to off position aft
all calibration checks are complete or typs Q and e

oA Jkayvboard.
SIGNATURE K/QM\_
N

*WITH OR WITHOUT VAPFOR RECIRCULATION AND WITH OR WITHOOT EEYEOARD

DHS/D3LS/Form Cl16 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department
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